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Expired/Discolored Developer and Fixer Solutions (6/04) 
 
Some European federal dental facilities recently received discolored developer/fixer solutions 
manufactured by Air Techniques Corporation and distributed by Sullivan Schein, Inc.  Shortly thereafter, 
the United States Army Medical Material Center Europe issued an alert of possible mislabeling to 
purchasers of lots 100544 and 100545.  
 
An investigation by DIS has since determined the discoloration was due to expired solutions.  Improper 
warehousing may have contributed.  Overseas facilities that encounter similar problems with discoloration 
or expired radiographic solutions should contact DECS for additional information at DSN 792-7676. 
 
Air Techniques has provided the attached Information Guide on the chemical solution 
manufacturing/distribution process.   
 
 


